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THE USE OF EXACT MASS AND HIGH
RESOLUTION PRECURSOR ION
SELECTION ON A Q-Tof ULTIMA™ MALDI
FOR DE NOVO PEPTIDE SEQUENCING

Marten Snel and James Langridge
Waters Corporation, Manchester, UK

Overview

The aim of the analysis was the identification
by MALDI MS/MS of two unidentified peptides,
that differ in mass by only 3 Daltons in the
MALDI MS experiment

The experiment involved MS/MS analysis of
tryptically digested peptides on a MALDI
quadrupole orthogonal acceleration time-offlight

mass spectrometer

High resolution precursor ion selection was
achieved using a quadrupole mass filter,
allowing MS/MS to be performed on peptides

of similar mass

Confident de novo sequencing of the peptides
was performed using Waters® MassSeq™

algorithm using exact mass measured MS/MS data

Introduction

MALDI MS/MS is a powerful technique for the
unambiguous identification and characterization of
proteins. MS/MS is often used in conjunction with
peptide mass fingerprinting to confirm the protein
identification and characterize peptides not matched
in the MS spectrum. When peptides are separated by
only a few Daltons and their isotopic peak envelopes
overlap, it is important in an MS/MS experiment

to be able to set the precursor window of MS1, to
transmit only the ions of interest and not isotopes
from other peptides. Peptides with a similar m/z can
often be observed with large proteins, or mixtures

of proteins that, affer enzymatic digestion, produce
large numbers of peptides—some of which are likely
to be similar in mass. If the precursor ion transmission

window is too large, more than one ion will be

Waters Micromass® Q-Tof Ultima™ MALDI mass spectrometer
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transmitted and the MS/MS spectra will contain
fragment ions from these other peptide species. This
makes interpretation extremely difficult.

Peptides that do not match to protein sequences
identified by peptide mass fingerprinting, are

often chemically modified, contain amino acid
substitutions or were produced by non-specific
cleavage during the digestion process. Alternatively,
unmatched peptides may occur when a mixture of
proteins is present, some of which are at low levels
or produce only a few tryptic peptides. Peptide
mass fingerprinting normally relies on at least five
matching peptides to confidently identify a protein.

A different approach that can be applied is to
fragment the unidentified peptide and compare
the MS/MS fragment ion data with a sequence
databank. One advantage of this approach is
that proteins can often be identified from a single
peptide. This is possible due to the specificity of
exact mass MS/MS sequence information.

If a protein hit is still not identified then de novo
sequence information can be obtained and
compared with protein sequences in a databank
using homology-based BLAST searching.

In this application note we highlight the need for
accurate precursor ion selection windows, using
as an example, two peptides from a tryptic digest
of glycogen phosphorylase B that are not matched
by peptide mass fingerprinting. These peptides at

mass 1530 Da are only separated by 3 Da. We
also discuss the advantages of having exact mass
measurement for de novo sequencing of tryptic
peptides from singly charged MALDI MS/MS data.

Experimental
Sample Preparation

Equal volumes of aqueous 1 pmol/plL solution of
glycogen phosphorylase B (rabbit) and 2 ug/plL
alpha-cyano-4-hydroxycinnamic acid matrix solution
(1:1 acetonitrile:0.1% trifluoroacetic acid) were
mixed. A 1 pl aliquot of the resultant mixture was
spotted onto a stainless steel MALDI target plate.

Mass Spectrometry

All data were acquired on a Waters Micromass®

Q-Tof Ultima™ MALDI mass spectrometer in positive
ion mode. The instrument was calibrated with @
mixture of PEG 200, 600, 1000 and 2000. Each
spectrum was lock mass corrected, from a near point

sample well, containing (Glu')ibrinopeptide B.
Data Processing

Proteinlynx™ Global SERVER 2.0 Bio-informatics
Software was used for all database searching.
Data were converted to XML format and searched
against the Swiss-Prot database v40. MS/MS
spectra were initially deisotoped using MaxEnt 3.
De novo sequence analysis was performed using
MassSeq™ software.
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Results

The tryptic digest was confidently identified as
glycogen phosphorylase B by peptide mass
fingerprinting using Proteinlynx Global SERVER
2.0 (Figure 1). However, not all peaks in the MS
spectrum were matched to peptides from glycogen
phosphorylase B. Of particular interest were

the unmatched peaks at 1530.871 Da and
1533.786 Da, which were separated by 3 Da and
had overlappinsg isotope envelopes (Figure 2).

The MS/MS spectrum of the peak at 1530.871 Da
was acquired with quadrupole resolution settings
allowing selection of a 3 Da window, avoiding
transmission of the peak at 1533.786 Da. The
MS/MS spectrum acquired was subsequently

de novo sequenced using MassSeq. The resulting
sequence generated (Figure 3) was then searched

against the Swiss-Prot database using the BLAST

algorithm contained as an integral part of
Proteinlynx™ Global SERVER 2.0.

1550763
1553764 1553750 3334 I m
56576 1565788 240 256 260
150,755 1560758 2837 1481 93 (RIVVLSLEFYNGR() idation M (10)

1352984 1852987 1.05 491506 RWLVLCNFOLAEIAER() Carvamidometnyi €
1364 78¢ 1856787 1633 170 18¢ | (QICGGWOMEEADDWLR) Carvamigometny| C (i
1373388 1873809 5.890 371385 (QTCATTNHTVLPEALERMY) Carvamigometny| C G

e

2 r2re, ¢
Ly

wo T A T L |

860
[1690.880
1538.778

|

L

1534.765

‘1535 752

1530.867
‘ 1531.869

1440.724
1551752 ‘

\
154974 H H

|
L
Ao/ ‘t N }/\ }‘LH J/\ A /&JB/\ .

T s

1853.99

1875.88Q119.12

2120.113

1279.524 11876.883
127853 2308.127

218.1] 2309142

1890.994

310119

xl;'lh“x L

ot
800 1000 1200 1400 1600 1800 2000 2200 2400 2600 2800 3000 3200 3400

m/z

Figure 2. MS spectrum of glycogen phosphorylase
B. The insert shows the separation of the unmatched

peptides at 1530 and 1533 Da.
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Figure 1. Proteinlynx Global SERVER 2.0 database
search result.

Figure 3. MassSeq de novo sequence of the MS/MS
spectrum of the peptide at 1530.871 Da.
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Sequence Mass (Da) MassSeq mass Sequence A Mass A Mass

GWPVHLLETLLPR 1530.8796 Sequence generated by standard deviation (mDa) (mDa) (ppm)
MassSeq 5 GWPVHLLETLLPR 7 4.6

R WPVHLLETLLPR 1629.9593 Sequence in Swiss 25 KDPVHLLETLLPR 28 19.5
database 25 GWPVHLLETLLPR 7 4.6

Table 1. Comparison of MassSeq generated

sequence with sequence from Swiss-Prot database.

In Table 1 the sequences generated from the MALDI
MS/MS data by MassSeq and from the Swiss-Prot
entry for glycogen phosphorylase B are presented.
The homologous part of the amino acid sequence
from the experimental data and the glycogen
phosphorylase B databank entry is highlighted in
blue. All of the amino acid sequence information
matched to the sequence from the database with the
exception of the N+4erminal residue. The sequence
generated by MassSeq suggests a substitution at
the N-terminus of a glycine for an arginine. Further
confidence in the assignment of an amino acid
substitution was obtained from the mass difference
between the theoretical and the experimentally
measured mass of the peptide, which was only

7 mDa (4.6 ppm).

It is interesting to note that increasing the minimum
mass standard deviation parameter in the MassSeq
software from 0.005 to 0.025 results in the
prediction of an alternative sequence KDPVHLLETLLPR
which differs by 28 mDa (19.5 ppm) from the
experimental mass (Table 2). The minimum mass
standard deviation parameter in MassSeq is set

to reflect the known mass measurement accuracy
of the instrument used to acquire the spectrum.

The MassSeq algorithm is specifically designed

to work with exact mass data, and this example
clearly illustrates the benefit of exact mass data in
combination with MassSeq. This helps distinguish
between different sequence possibilities in the case
of de novo sequencing. The substitution (G for R) at

Table 2. Comparison of sequences generated by the

MassSeq algorithm with different settings.

the N-terminus of this peptide explains why it was not
identified by peptide mass fingerprinting.

The MS/MS spectrum of the second peptide at
1533.786 Da (Figure 4) proved more complicated
to sequence. The results from the MassSeq de
novo sequencing, did not return a confident,
complete sequence for the entire peptide, however
it did have 100% confidence in a significant
sub-sequence, PEFTLPV. BLAST searching of this
sub-sequence resulted in a confident match to
glycogen phosphorylase B, with the sequence
being homologous in a variety of species. Further
investigation suggested that the peptide could
correspond to the sequence ARPEFTLPVHFYG(R).
The theoretical monoisotopic mass of this peptide
would be 1533.785 Da, which differs from the

EEE

‘ ik

Figure 4. MassSeq de novo sequence of the MS/MS
spectrum of the peptide at 1533.786 Da.
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Figure 5. Theoretical fragmentation of the peptide
sequence ARPEFTLPVHFYG matched to the MS/MS
spectrum of the peptide at 1533.786. The region
100 - 600 Da is displayed.

experimental mass by 1 mDa (0.7 ppm) giving a
good indication that this sequence is correct. In
addition, matching of the theoretical fragment ions
to the MS/MS data shows that many of the low
mass ions (100 Da — 600 Da) match to internal

acyl fragment ions (Figure 5), which are common in
singly charged peptide MS/MS spectra. Internal acyl
jons are not considered as primary fragmentation
routes by the MassSeq algorithm, which accounts for
them not being matched in the de novo sequence.
However these ions are very useful in helping to
corroborate the sequence. It can, therefore, be
concluded that this second peptide is also from
glycogen phosphorylase B but was not identified by
peptide mass fingerprinting because the peptide is
not the result of a specific tryptic cleavage, but has

instead lost the Cterminal arginine residue.

The high resolution, precursor ion selection capability
of the quadrupole in the Q-Tof geometry allows
confident and precise selection of peptides for MS/
MS. This prevents peptides, similar in mass, from
being fragmented at the same time, which results in
an MS/MS spectrum, which is easier to interpret.

The exact mass capability of this instrument also
reduces the number of false positives returned from
database searching and de novo sequence
algorithms, which provides greater confidence in
the results obtained. These important capabilities
are not possible on MALDI MS/MS instrumentation
that uses ion gate technology for precursor ion
selection and axial Tof analyzers for mass

separation and measurement.
Conclusions

Using the Q-Tof Ultima MALDI we have been able

to characterize two peaks in a tryptic digest that were
not identified by peptide mass fingerprinting and were
separated by only 3 Da in mass at m/z 1530.

A precursor selection window of 1 Da can be set
using the Q-Tof Ultima MALDI. It is therefore possible
to accurately select precursor ions for MS/MS
experiments, even when ions have a similar m/z,
thus avoiding the simultaneous fragmentation of two

different precursor ions.

The exact mass capabilities of this instrument allow
confident de novo sequence information to be
obtained by the automated computer algorithm,
MassSeq.

Sequence information obtained from de novo
sequencing is useful for the identification of

proteins by homology based BLAST searching
and the characterization of modifications, e.g.

phosphorylations.
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