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PATROL UPLC Process Analyzer

ASA

0.3g/L 1 ASA

75˚C

10 mL

 Waters ACQUITY UPLC
®

 HSS T3

  2.1  5mm 1.8µm

 A 0.1%

  B 0.1% -

  5% ~ 80% 2 6

  0.8 mL/min

  50˚C

 1 µL 

  243 nm 40 Hz  0.025

  70:15:15 / /

  1 mL 4

 2.5 min

 4 min, 10 sec

%RSD

1

PAT ROL 

UPLC Process Analyzer

%RSD %RSD %RSD

ASA 0.06% 0.15% 0.19%

2

PATROL UPLC Process Analyzer

3 0.05% 2

API

1 98.56 1.38

5 89.54 10.43

9 68.99 30.99

13 51.03 48.84 0.04 0.06

17 38.49 61.25 0.01 0.10 0.12

21 29.56 69.90 0.03 0.20 0.26 0.02

25 23.09 75.83 0.05 0.43 0.55 0.04

29 18.27 79.74 0.09 0.81 1.02 0.07

33 14.58 81.96 0.13 1.42 1.77 0.13

37 11.67 82.88 0.14 2.26 2.82 0.21

41 9.44 82.53 0.14 3.36 4.18 0.31

45 7.66 81.16 0.12 4.66 5.88 0.43
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