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INT RODUCT ION
The fundamental ethic of the well-characterized biopharmaceutical is 

that drug developers can define and monitor the critical attributes of 

a biotherapeutic, and that they can produce a process that maintains 

control over these characteristics. The faster you can define the underly-

ing structural variation in a product, the faster you can proceed through 

product commercialization and implement process improvements. 

Peptide mapping by LC/MS is an essential technique used by the 

biopharmaceutical industry to examine the primary structure 

of a protein. Mass spectrometry provides an extra dimension of 

separation over traditional UV detection methods. This removes the 

absolute reliance on effective chromatographic resolution to enable 

comprehensive qualitative and quantitative peptide map analysis. 

In an LC/MS peptide map, peptides can partially or fully coelute 

without impairing the ability to detect, assign, and quantify them. 

Thus, an MS detection workflow enables product characterization 

to proceed independently of the time-consuming efforts to develop 

the more resolving LC/UV peptide maps that are required for later 

development and quality control activities. The challenge with 

implementing LC/MS peptide mapping has been that data process-

ing and interpretation were productivity-limiting.

The introduction of data-independent acquisition approaches such 

as UPLC®/MSE has enabled shorter peptide mapping runs, and 

simultaneously increased the amount and quality of information 

available for biotherapeutic characterization. MSE is a technique that 

acquires accurate peptide and fragment mass data for all peptides 

within a sample within a single run. The MSE fragmentation data 

can be used to validate the accurate mass assignment of a peptide 

and localize assigned modifications within the peptide sequence. 

Fragmentation information is collected in parallel for all peptide 

ions, avoiding the bias and analytical irreproducibility that occurs 

with data-dependent approaches that require serial pre-selection 

of peptide precursor ions. LC/MSE datasets are acquired with two 

alternating MS functions: one for MS of peptide precursors acquired 

at low collision cell energy, and one (MSE) for collecting peptide 

fragmentation data at elevated collision cell energies. 

Several publications1-5 have detailed the power of processing such 

datasets using the chromatographic profiles of detected ions to 

determine isotopic cluster, charge state, and precursor ion/fragment 

ion relationships in MSE datasets. Using this methodology, the 

resulting peptide information included retention time, accurate 

mass, intensity, and fragmentation profiles for all detected peptides 

within a peptide map.

In this application note, we show how BiopharmaLynx™ software 

quickly automates assignment of peptide sequence information 

from MSE fragmentation data, even for cases of coeluting peptides. 

The ability of the LC/MSE approach to reduce mAb peptide mapping 

run times from 180 min (300-mm column) to 60 minutes (100-mm 

column) without affecting peptide sequence coverage and fragment 

pattern interpretation is demonstrated. 

Automating data analysis enables analysts to realize the increased 

productivity gained from using shorter LC/MS methods for product 

characterization studies. Furthermore, the ability of the underlying 

MSE methodology to deal with high-complexity data enables the 

production of generic LC/MS screening methods for a wide array of 

biotherapeutic products. Productivity gains on the order of weeks 

to months can be expected compared to time spent optimizing and 

analyzing LC/UV peptide maps.

EX PERIMENTAL

Antibody digest
A commercially available monoclonal antibody (mAb) of 

approximately 148 kDa was digested with trypsin using a protocol 

described elsewhere.6

 



Chromatographic system
The Waters ACQUITY UPLC® System was configured with a standard 

peptide mapping mixer (425 µL) and a BEH300 C18 1.7-µm Peptide 

Separation Technology (PST) Column (2.1 x 100 mm, 2.1 x 150 

mm, or two coupled 2.1 x 150 mm columns). 

Mass spectrometer
The Waters SYNAPT™ MS System was operated in the ESI+ mode with 

V ion geometry. Conditions: Source temp.: 100 °C, cone voltage: 37 V. 

MSE acquisition: two alternating MS data functions were collected (1 sec 

total cycle time) with the collision cell at low energy (4 V) for acquisi-

tion of peptide mass spectra, and at elevated energy (linear ramp 20 to 

40 V) for the collection of peptide fragmentation spectra. LockSpray™: 

100 fmol/µL GFP in 50:50 acetonitrile/water containing 0.1% formic 

acid, sampled once every min.

Informatics
BiopharmaLynx 1.2 Application Manager for MassLynx™ Software.

Methodology
Triplicate analysis of an mAb tryptic digest was conducted using UPLC 

configurations with column lengths of 100, 150, and 300 mm. A 

linear gradient (1 to 40% acetonitrile in 0.1% TFA) was scaled with 

column length for run times of 60, 90, and 180 min, respectively. 

Results and Discussion
Peptide maps are inherently complex. An mAb tryptic digest 

contains fully-digested peptides, the products of over- and under-

digestion, modified peptides, and non-product impurities. The 

combinations of these factors yield hundreds of unique peptide spe-

cies for analysis. Coupling high-quality UPLC separations with mass 

spectrometry offers the ability to detect and monitor these species, 

even if they possess overlapping chromatographic profiles. Figure 1 

shows that peptide coverage of 97%+ of the mAb sequence can be 

maintained, even when peptide map gradient length is reduced by 

two-thirds from 180 to 60 min. In this example,  
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Figure 1. Chromatograms (TIC) for the tryptic digest of an mAb performed on three different column lengths at constant gradient slope. The overall protein sequence  
coverage of the Light Chain and the Heavy Chain are not affected.



column length was scaled in concert with gradient length, maintain-

ing a consistent gradient slope over all three conditions, which 

preserves the overall peptide separation selectivity across the 

three methods. Even though separation capacity is reduced using 

the shorter column methods, and many peaks now partially or fully 

coelute, protein sequence coverage was not sacrificed.

Example peptides from this antibody peptide map are the Heavy Chain 

tryptic peptides HT11* (modified with an alkylated Cys) and HT6, 

which are partially resolved chromatographically (10 sec difference 

at peak apex) using the most resolving separation configuration (300 

mm column length and 180-minute run time). The partially coeluting 

peptides (Figure 2a) were observed to fully coelute using the 90 min 

gradient (Figure 2b), and slightly resolve using the 60 min gradient 

(Figure 2c). Interestingly, the selectivity of the separation was suf-

ficiently altered by the changes in column volume and gradient length 

to reverse the elution order of the two peptides.  

BiopharmaLynx 1.2 was able to correctly assign both peptides and 

apply MSE fragmentation data for sequence validation when partial 

and complete peptide coelution were observed. During processing 

of the MS and MSE data (see reference 5 for greater detail), the 

chromatographic profiles of all detected ions were used to establish 

relationships within isotopic clusters, between charge states, and 

ascertain the correspondence of precursor ions in the MS scan with 

their cognate fragments in the MSE scan. 

TIC (BiopharmaLynx) XIC ( T6 and T11* )

T6
T11*

T6/T11*

T6/T11*

180 min
(a)

90 min
(b)

60 min
(c)

Figure 2. BiopharmaLynx 
Total Ion Chromatograms (left) 
and MassLynx eXtracted Ion 
Chromatograms. Panel (a) 
180-min map showing partial 
resolution of HT11* (44.96 min) 
and HT6 (44.80 min) peptides. 
Panel (b) 90-minute map 
showing the co-elution of HT11* 
and HT6 (22.75 and 22.76 min) 
peptides. Panel (c) 60-minute 
map showing the partial coelu-
tion of HT11* and HT6 (15.64 
and 15.69 min). Peak width at 
half height is represented as a 
horizontal line, while the time 
region for detecting associated 
MSE fragments is represented 
as a vertical bar. Green=T6, 
Purple=T11*.



The most basic of these relationships is that MSE fragments will exhibit 

an apex retention time within one-tenth of a chromatographic peak 

width of the MS precursor ion from which they were generated. Thus, 

fragments from partially coeluting peptides with peak apex retention 

times outside this limited time window have no contribution to the 

fragment list used to validate a peptide assignment. This is visually 

displayed (Figure 2) as green (T6) and purple (T11*) vertical bars 

representing the RT range where the chromatographic apex of associ-

ated MSE fragments would be detected. For the 180 and 60 min maps, 

these time regions are clearly distinguished, and no overlapping 

fragmentation data should be observed. The 90-min map represents 

a case of near absolute coelution, and it would be expected that these 

peptides would share a subset of MSE fragment ions. 

The MSE data for the MS and MSE traces is automatically processed in 

BiopharmaLynx 1.2 so that the user is presented with an appropriate 

time-aligned fragmentation spectra for each peptide (Figure 3). Using 

this methodology, the validation of peptide sequence in peptide maps 

becomes automated, simpler, and faster. It is also important to note 

that the experiment to acquire this confirmatory fragmentation data 

is no more complex than acquiring the MS data alone. All that was 

required was the addition of the second MSE acquisition data channel 

within the MS acquisition method.

The fragmentation spectrum of HT11* from the 180-min separation 

depicts a series of y-ions and b-ions that sequence through the site 

of Cys modification, confirming both the peptide and modification 

site. As expected, no fragment overlap is observed with the partially 

coeluting T6 peptide, and all major ions assign to the T11* sequence. 

In the 90-min mapping run, the T6 peptide was observed to 

fully coelute with the HT11* peptide. The use of accurate mass 

Figure 3. BiopharmaLynx 
1.2 fragment ion display 
for the T11* peptide (T11 
peptide with a modifica-
tion) of the Heavy Chain 
from the 180-min map. 



fragmentation data permits BiopharmaLynx 1.2 to automatically 

and unambiguously assign the correct fragments to each coeluting 

peptide (Figure 4). The MSE fragmentation data was clearly able 

to validate the map assignments for both peptides, and with the 

same level of sequence detail for HT11* as was seen from the 

longer run. Ions corresponding to the assignments for the indicated 

peptide are colored in red (y-ions), blue (b-ions), and green (neutral 

loss ion), while ions assigned to the coeluting peptide are clearly 

distinguished as pink colored peaks. In both instances, the user can 

use the pattern of major fragment ions to confirm that the accurate 

mass assignment of each peptide is correct. 

Figure 4. BiopharmaLynx 1.2 fragment ion display of peptide sequence of HT6 and HT11* from the 90-min map. The colors of the assigned peaks indicate that a peak is 
assigned to the indicated sequence (red y-ion, blue b-ion, green neutral loss ion), or assigned to a coeluting peptide (pink). Grey ions represent peaks that were not assigned.



Even in shorter peptide maps, perfect coelution of peptides is rather rare. 

The data for the two peptides from a shorter 60-min map show that two 

peptide peaks are resolved by a ~10% valley (XIC plots in Figure 2c), 

and that no overlap of MSE fragmentation data is observed (Figure 5.)

 

Figure 5. Panel (a) BiopharmaLynx 1.2 fragment ion display of peptide sequence of HT6 and HT11* from the 60-min map. The colors of the assigned peaks indicate that a peak  
is assigned to the indicated sequence (red y-ion, blue b-ion, green neutral loss ion), or assigned to a coeluting peptide (pink). Grey ions represent peaks that were not assigned.
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Conclusion
n	 The application of UPLC/MSE methodology to peptide mapping 

enables universal and unbiased data acquisition that provides 

for comprehensive characterization of a therapeutic antibody.

n	 The tolerance of this approach for imperfect chromatographic 

resolution of components enables users to obtain qualitative 

and quantitative mapping results without significant invest-

ments in chromatographic method development.

n	 BiopharmaLynx 1.2 software automates the processing of MSE 

analyses, and presents the user with information that allows 

for better decisions to be made faster. 

n	 The combination of these technologies permits scientists to 

acquire peptide mapping data using shorter analysis times 

without sacrificing protein coverage or peptide identification 

quality.
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