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INTRODUCTION
Albumin (~ MWT 66.5 kDa) is the most abundant protein in blood, and  
is a common biomarker used to assess renal function.1-3 Under normal 
kidney function, urinary albumin levels are quite low (<30 mg/day), but 
following renal injury albumin levels in urine can exceed 300 mg/day.2-4  
Existing affinity-based methods for urinary albumin quantification  
include: immunoturbidimetric, ELISA and radioimmunoassay.5-7  
While these immunoassay (IA) methods are analytically sensitive and  
simple to execute, poor reagent reproducibility, lack of standardization, 
cross-reactivity, limited linear dynamic range, and other short-comings  
have led to increased interest in LC-MS based methods. With its many 
benefits (e.g., multiplexing, selectivity, dynamic range, and fast method 
development), LC-MS is widely accepted for protein quantification for 
use in clinical research. However, this workflow can be complex and 
time consuming, often taking 24 hours to achieve analytically sensitive 
and accurate quantification. Using ProteinWorks eXpress Digest and 
ProteinWorks µElution SPE Clean-Up Kits, accurate quantification over  
3.5 orders of magnitude (0.1–500 µg/mL) was readily achieved. The 
digestion time in this work is only 2 hours, which is 9X faster than previously 
published LC-MS methodologies.3 The analytical sensitivity represents a 
50X improvement over earlier LC-MS methods and accurately quantifies  
low endogenous levels in urine while approaching the analytical sensitivity  
of immunoassays.3,8
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EXPERIMENTAL 
To prepare calibration standards and quality control (QC) samples, various concentrations (0.1–500 µg/mL) of human serum 
albumin (HSA) were spiked into normal human urine. Calibration curve standards were prepared in duplicate using one lot of 
human urine, while the QC samples were prepared in triplicate and in 3 individual lots of urine. The urine samples (15 µL) were 
digested for 2 hours using the ProteinWorks eXpress Digestion Kit and protocol provided. Specifically, the 5-Step method, which 
includes reduction and alkylation, was used. Following digestion, four stable isotopically labeled (13C15N) albumin tryptic peptides: 
YLYEIAR,FQNALLVR, LVNEVTEFAK, and VFDEFKPLVEEPQNLIK (New England Peptide, Gardner, MA, USA) were added as 
internal standards. Post digestion purification of albumin signature peptides was done using the ProteinWorks µElution SPE Clean-
Up Kit and included protocol. Specifically, 100 µL of the post digestion sample was processed by SPE and eluted with 50 µL of 
elution solution. The resulting sample was then directly injected for LC-MS analysis.

Method conditions
LC system: ACQUITY UPLC 

Detection: Xevo TQ-XS Mass Spectrometer, ESI+

Column: ACQUITY UPLC Peptide BEH C18,  
1.7 µm, 2.1 x 150 mm 

Column temp.: 55 °C

Sample temp.: 10 °C

Injection vol.: 5 µL

Mobile phases: A: 0.1% Formic acid in H2O

 B: 0.1% Formic acid in ACN

Gradient:   

 Time Flow rate 
 (min) (mL/min) %A %B Curve 
 Initial 0.3 95 5 6 
 8.0 0.3 65 35 6 
 9.0 0.3 10 90 6 
 10.5 0.3 10 90 6 
 11.0 0.3 95 5 6 
 13.0 0.3 95 5 6

MS conditions
MS system:  Xevo TQ-XS

Ionization mode:  ESI+

Capillary: 3.0 kV

Cone: 30 V

Source Offset: 30 V

Source temp.: 150 °C

Desolvation temp.: 600 °C

Cone gas flow: 150 L/Hr

Desolvation gas flow: 1000 L/Hr

Collision gas flow: 0.15 mL/Min

Nebulizer gas flow: 7 Bar

Data management: MassLynx® (v4.1)

Quantification 
software: TargetLynx™
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RESULTS AND DISCUSSION
Albumin is a globular protein produced in the liver. In plasma it functions as a transport protein and also contributes to the 
stabilization of extracellular fluid volume, helping to regulate oncotic pressure.1,2 Albumin is filtered by the kidneys and is 
reabsorbed by the proximal tubules.9 Its presence in urine is often one of the first signs of kidney damage. Thus, it has become  
an important biomarker for renal disease. As a result, accurate measurement in urine is of high interest in drug discovery and 
clinical research.

For those with renal impairment, increase in urinary albumin levels (albuminuria) can be quite extreme. The severity of albuminuria 
is classified by the amount of albumin present in urine. In healthy individuals, albumin levels are relatively low, generally  
<30 µg/mL and is referred to as normoalbuminuria, while elevated levels between 30–300 µg/mL and >300 µg/mL are classified 
as microalbuminuria and macroalbuminuria, respectively.2-4 From an analytical standpoint, immunoassays have been the primary 
method for quantifying urine albumin. While these immunoassays are sensitive, the presence of modified or fragmented forms of 
albumin often leads to analytical specificity issues.3,10 Furthermore, other methods such as colorimetric or turbidimetric often lack 
the analytical sensitivity to detect low levels that would be anticipated in healthy individuals.10 In contrast, LC-MS based analytical 
methods can readily achieve a broad dynamic range, are specific and sensitive with fast method development times. In this work, 
accurate quantification of albumin was achieved using the bottom up approach via enzymatic digestion with trypsin and LC-MS 
analysis of resulting peptides.

MASS SPECTROMETRY
LC-MS/MS quantification of albumin signature peptides was performed using a Xevo TQ-XS Triple Quadrupole MS. The full  
amino acid sequence11 and structure of HSA12 are shown in Figures 1 and 2, respectively. A total of 11 HSA tryptic peptides 
(highlighted in blue, Figure 2), and 2 MRM transitions per peptide, were monitored for quantification. These peptides were  
chosen based on literature3 and were optimized for their signal intensity and selectivity. MS conditions for the HSA tryptic peptides 
are listed in Table 1. Of the 11 peptides, 4 were used for primary quantification: YLYEIAR, FQNALLVR, LVNEVTEFAK,  
and VFDEFKPLVEEPQNLIK (highlighted and bolded in blue, Table 1 and Figure 2).

MKWVTFISLLFLFSSAYSRGVFRRDAHKSEVAHRFKDLGEENFKALVLIAFAQYLQQCPF 
EDHVKLVNEVTEFAKTCVADESAENCDKSLHTLFGDKLCTVATLRETYGEMADCCAKQEP 
ERNECFLQHKDDNPNLPRLVRPEVDVMCTAFHDNEETFLKKYLYEIARRHPYFYAPELLF 
FAKRYKAAFTECCQAADKAACLLPKLDELRDEGKASSAKQGLKCASLQKFGERAFKAWAV 
ARLSQRFPKAEFAEVSKLVTDLTKVHTECCHGDLLECADDRADLAKYICENQDSISSKLK 
ECCEKPLLEKSHCIAEVENDEMPADLPSLAADFVGSKDVCKNYAEAKDVFLGMFLYEYAR 
RHPDYSVVLLLRLAKTYETTLEKCCAAADPHECYAKVFDEFKPLVEEPQNLIKQNCELFE 
QLGEYKFQNALLVRYTKKVPQVSTPTLVEVSRNLGKVGSKCCKHPEAKRMPCAEDCLSVF 
LNQLCVLHEKTPVSDRVTKCCTESLVNGRPCFSALEVDETYVPKEFNAETFTFHADICTL 
SEKERQIKKQTALVELVKHKPKATKEQLKAVMDDFAAFVEKCCKADDKETCFAEEGKKLV 
AASQAALGL 

Figure 2. Amino acid sequence of human HSA; Tryptic peptides used for quantification are 
highlighted in blue.

Figure 1. Human serum albumin structure (HSA).
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Peptide Precursor 
Charge State

MRM 
Transition

Collision Energy  
(eV)

Product Ion 
Identification

YLYEIAR [M+2H]2+  464.25>277.16 
 464.25>651.35 

22 
22

[1H+]1/b2 
[1H+]1/y5

 FQNALLVR [M+2H]2+  480.79>276.13 
 480.79>685.44  

22 
25

[1H+]1/b2 
[1H+]1/y6

 LVNEVTEFAK [M+2H]2+  575.31>694.38 
 575.31>937.46 

25 
25

[1H+]1/y6 
[1H+]1/y8

VFDEFKPLVEEPQNLIK [M+3H]3+  682.37>712.44 
 682.37>970.52    

25 
25

[1H+]1/y6 
[1H+]1/y8

AEFAEVSK [M+2H]2+  440.42>201.09  
 440.42>680.36     

22 
22

[1H+]1/b2 
[1H+]1/y6

LCTVATLR [M+2H]2+  467.25>274.12 
 467.25>660.40  

22 
22

[1H+]1/b2 
[1H+]1/y6

DLGEENFK [M+2H]2+  476.23>229.12   
 476.23>723.33  

22 
22

[1H+]1/b2 
[1H+]1/y6

TYETTLEK [M+2H]2+  492.75>265.12       
 492.75>720.38   

22 
23

[1H+]1/b2 
[1H+]1/y6

QTALVELVK [M+2H]2+  500.81>488.31 
 500.81>587.38  

22 
25

[1H+]1/y4 
[1H+]1/y5

LVAASQAALGL [M+2H]2+  507.30>189.12  
 507.30>712.40 

22 
22

[1H+]1/y2 
[1H+]1/b8

RPCFSALEVDETYVPK [M+3H]3+  637.64>244.17    
 637.64>961.46  

22 
25

[1H+]1/y2 
[1H+]1/b8

Human Serum 
Albumin Peak # Peptide Retention 

Time (min)
1 TYETTLEK 3.44
2 AEFAEVSK 3.69
3 DLGEENFK 4.14
4 LCTVATLR 4.78
5 YLYEIAR 5.28
6 LVNEVTEFAK 5.55
7 FQNALLVR 5.87
8 RPCFSALEVDETYVPK 6.32
9 QTALVELVK 6.39
10 LVAASQAALGL 7.11
11 VFDEFKPLVEEPQNLIK 7.96

Table 1. Final MS conditions for HSA tryptic peptides, including precursor and fragment ions; Primary tryptic peptides 
used for quantification are highlighted in blue.

Figure 3. UPLC chromatographic separation of albumin tryptic peptides, digested in human 
urine (50 µg/mL) using an ACQUITY UPLC Peptide BEH C18 , 1.7 µm, 2.1 x 150 mm Column. 

CHROMATOGRAPHY
Chromatographic separation of the HSA tryptic 
peptides was achieved using an ACQUITY UPLC 
Peptide BEH C18 , 300 Å, 1.7 µm, 2.1 x 150 mm 
Column. Figure 3 highlights the chromatographic 
separation for the 11 HSA peptides monitored. 
Peak widths for all peptides were <4.5 seconds 
wide. The 4 primary albumin peptides used 
for quantification (YLYEIAR, FQNALLVR, 
LVNEVTEFAK, and VFDEFKPLVEEPQNLIK)  
are highlighted in blue. 
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SAMPLE PREPARATION
In this work, we used the ProteinWorks eXpress Digest Kit to simplify the quantification of urinary albumin using only 15 µL of 
sample, and a direct 2-hour digestion (no affinity purification necessary). Specifically, the 5-Step digestion protocol provided 
with the kit was used. This protocol employs reduction and alkylation to aid in the unfolding of the albumin protein prior to 
digestion, facilitating efficient enzymatic cleavage. Subsequent purification of the albumin tryptic peptides was achieved with 
the ProteinWorks µElution SPE Clean-Up Kit, and supplied protocol. This kit contains the mixed-mode sorbent, Oasis MCX, to 
improve selectivity and analytical sensitivity, effectively removing buffer salts, phospholipids, and excess digestion reagents post 
digestion, while also concentrating the sample. During method development, quantification of urinary albumin was assessed with 
and without peptide purification by SPE. While eliminating the SPE step still enabled accurate quantification for the calibration 
standards (meeting recommended LC-MS method development criteria for linearity, accuracy, and precision13), acceptable 
accuracy of all QC levels across the various lots of human urine tested could not be achieved without SPE. Comparison of the  
mean accuracy and precision (%CVs) in urine Lot #1, with and without SPE is highlighted in Table 2. For QC samples prepared 
without SPE, accuracies across the 4 primary peptides used for quantification failed to achieve the recommended criteria 
of 85–115% across all concentration levels. Employing a mixed-mode SPE clean-up step significantly improved accuracy 
and precision of the QCs across all lots of urine tested, easily meeting recommended LC-MS method development criteria. 
Furthermore, average %CV without SPE was 4.9%, this was improved to 2.0% with SPE. Additionally, the µElution format allowed 
elution in only 50 µL, providing a 2-fold concentration of the sample, thus further improving detection limits. Traditional protein 
quantification workflows which employ the bottom up technique are complex and time consuming, often taking >18 hours to 
complete. Use of the ProteinWorks digestion and SPE kits yielded a total sample preparation time of <4 hours, which allows for 
same day LC-MS analysis.

Peptide
Albumin QC  

overspike concentration  
(µg/mL)

Mean (N=3) 
% Accuracy % CV

 No SPE SPE No SPE SPE

YLYEIAR

0.00 100.0 100.0 3.7 0.5

2.00 71.2 87.2 3.3 1.4
20.00 83.0 85.3 0.9 0.7
80.00 93.7 94.6 5.6 3.9

400.00 103.8 103.9 0.7 0.8

FQNALLVR

0.00 102.1 100.0 7.1 5.0
2.00 79.4 88.2 4.7 2.0

20.00 85.6 85.8 0.3 0.3
80.00 94.7 96.3 6.4 1.6

400.00 103.5 101.1 1.2 1.0

LVNEVTEFAK

0.00 101.8 100.0 14.2 4.7
2.00 69.9 86.7 4.9 0.8

20.00 78.6 85.6 4.8 0.6
80.00 93.9 89.8 9.7 4.0

400.00 103.4 103.5 1.5 2.2

VFDEFKPLVEEPQNLIK

0.00 100.0 100.0 8.2 2.0
2.00 69.1 86.5 6.9 1.0

20.00 83.1 86.7 5.2 0.5
80.00 93.0 95.1 5.8 4.9

400.00 103.9 101.4 2.8 1.3
Mean % CV across all peptides at all QC concentration levels 4.9 2.0

Table 2. Representative comparison of QC sample statistics, with and without SPE peptide level clean-up for the four primary tryptic 
peptides used to quantify albumin in Urine Lot #1.
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LINEARITY, PRECISION, AND ACCURACY
Using the 4 primary HSA peptides for quantification (YLYEIAR, FQNALLVR, LVNEVTEFAK, and VFDEFKPLVEEPQNLIK),  
detection limits of 0.1 µg/mL were readily achieved. Calibration curves for these peptides were linear with R2 values >0.99 using  
1/x weighted regression. A summary of standard curve performance is shown in Table 3. Standard curves were linear over  
3.5 orders of magnitude from 0.1–500 µg/mL, with mean accuracies ranging from 91.4–114.2%. In addition QC accuracy and 
precision performance was excellent with single digit %CVs and accuracy between 85–115%. Representative QC performance  
for urine lot #2, using the 4 primary quantitative HSA peptides, is highlighted in Table 4. For urine lot #2, CVs were <8.1%  
(average <4.0%) with accuracy ranges of 97.0–107.1%. Across all 3 urine lots, and the 4 HSA peptides, CV ranges were between 
0.3–8.1% (average <4%) with QC accuracy ranges between 85.3–107.5% (Table 5). Demonstration of QC chromatographic 
performance for the YLYEIAR, FQNALLVR, LVNEVTEFAK, and VFDEFKPLVEEPQNLIK HSA peptides is illustrated in Figure 4, 
Panels A–D, respectively. 

Peptide Curve 
(µg/mL) Weighting Linear fit 

(R2)
Mean %  
accuracy % Accuracy range

YLYEIAR

0.1–500 1/X

0.998

100.0

92.3–114.2
FQNALLVR 0.999 91.4–112.9

LVNEVTEFAK 0.997 91.8–111.8
VFDEFKPLVEEPQNLIK 0.998 93.1–113.0

Table 3. Linear dynamic range and standard curve statistics for the four primary albumin tryptic peptides: YLYEIAR, FQNALLVR, 
LVNEVTEFAK, and VFDEFKPLVEEPQNLIK used for quantification. Urine samples were digested and extracted using ProteinWorks 
eXpress Digest and µElution SPE Clean-Up Kits. 

Table 4. Representative QC samples for the four primary tryptic peptides used to quantify albumin in human Urine Lot #2 . 

Peptide
Albumin QC overspike 

concentration  
(µg/mL)

Expected albumin QC 
concentration (µg/mL)

Mean (N=3) calculated  
albumin QC 

concentration (µg/mL)

Mean (N=3)   
% accuracy % CV

YLYEIAR

0.00 11.544 11.544 100.0 4.4

0.15 11.694 11.918 101.9 2.9
0.40 11.944 12.312 103.1 3.5
2.00 13.544 14.208 104.9 2.0

20.00 31.544 30.589 97.0 8.1
80.00 91.544 92.506 101.0 5.3

400.00 411.544 426.956 103.8 5.7

FQNALLVR

0.00 11.129 11.129 100.0 1.9
0.15 11.279 11.467 101.7 2.3
0.40 11.529 12.029 104.3 5.7
2.00 13.129 13.360 101.8 4.4

20.00 31.129 30.748 98.8 6.4
80.00 91.129 92.610 101.7 2.4

400.00 411.129 422.427 102.8 3.9

LVNEVTEFAK

0.00 11.159 11.159 100.0 4.6
0.15 11.309 11.587 102.5 2.8
0.40 11.559 12.176 105.3 1.4
2.00 13.159 13.995 106.4 0.4

20.00 31.159 30.546 98.0 6.1
80.00 91.159 90.788 99.6 4.7

400.00 411.159 414.003 100.7 3.3

VFDEFKPLVEEPQNLIK

0.00 10.241 10.241 100.0 2.4
0.15 10.391 10.737 103.3 3.0
0.40 10.641 11.311 106.3 3.3
2.00 12.241 13.111 107.1 2.9

20.00 30.241 29.900 98.9 7.5
80.00 90.241 93.980 104.2 2.7

400.00 410.241 420.536 102.5 3.7
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Figure 4. Representative QC chromatograms for the four primary HSA peptides: YLYEIAR (A),FQNALLVR (B), LVNEVTEFAK (C),  
and VFDEFKPLVEEPQNLIK (D) used to quantify albumin in human urine. 

Table 5. Summary of the QC sample statistics (precision and accuracy) in Urine Lots #1–3 for the four primary tryptic peptides used to quantify albumin.
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Time
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%
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%
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%
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%

0
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Area
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3705
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Blank Urine 
(Endogenous)

0.15 

0.40

20.00 

2.00

QC Level
(µg/mL) A B C D 

VFDEFKPLVEEPQNLIK FQNALLVR  LVNEVTEFAK  YLYEIAR 

14336 37954 12195 

Peptide Albumin QC overspike 
concentration (µg/mL)

Mean (N=3) % 
accuracy % CV Mean (N=3)  

% accuracy % CV Mean (N=3)  
% accuracy % CV

YLYEIAR

Urine Lot #1 Urine Lot #2 Urine Lot #3
0.00 100.0 0.5 100.0 4.4 100.0 4.0
0.15 96.6 1.7 101.9 2.9 103.0 1.7
0.40 92.2 0.4 103.1 3.5 101.7 1.2
2.00 87.2 1.4 104.9 2.0 102.7 4.4

20.00 85.3 0.7 97.0 8.1 99.8 4.0
80.00 94.6 3.9 101.0 5.3 99.6 4.1

FQNALLVR

400.00 103.9 0.8 103.8 5.7 100.9 3.0
0.00 100.0 5.0 100.0 1.9 100.0 4.0
0.15 99.2 0.6 101.7 2.3 101.0 1.0
0.40 93.6 1.2 104.3 5.7 103.8 0.7
2.00 88.2 2.0 101.8 4.4 100.8 1.5

20.00 85.8 0.3 98.8 6.4 97.8 5.7
80.00 96.3 1.6 101.7 2.4 99.1 1.7

LVNEVTEFAK

400.00 101.1 1.0 102.8 3.9 99.3 2.3
0.00 100.0 4.7 100.0 4.6 100.4 3.2
0.15 95.0 2.0 102.5 2.8 103.8 1.9
0.40 91.5 1.5 105.3 1.4 103.1 3.1
2.00 86.7 0.8 106.4 0.4 107.5 0.5

20.00 85.6 0.6 98.0 6.1 98.4 3.0
80.00 89.8 4.0 99.6 4.7 100.1 2.0

VFDEFKPLVEEPQNLIK

400.00 103.5 2.2 100.7 3.3 100.1 0.9
0.00 100.0 2.0 100.0 2.4 100.0 4.3
0.15 94.9 3.7 103.3 3.0 102.0 1.3
0.40 90.1 1.6 106.3 3.3 102.9 1.3
2.00 86.5 1.0 107.1 2.9 103.9 3.5

20.00 86.7 0.5 98.9 7.5 101.2 2.5
95.1 4.9 104.2 2.7 98.7 2.6

400.00 101.4 1.4 102.5 3.7 99.5 1.2
Mean % across all peptides at all QC concentration levels 93.9 1.8 102.0 3.8 101.1 2.5
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Endogenous urinary albumin concentrations were accurately quantified in three individual lots of urine 
and are summarized in Table 6. Across all 3 urine lots, and the 4 HSA peptides, single digit precision 
(CVs <4.0%) was achieved. Within each lot, the calculated endogenous urinary albumin concentrations 
derived from the YLYEIAR, FQNALLVR, LVNEVTEFAK, and VFDEFKPLVEEPQNLIK tryptic peptides 
were in good agreement. To assess the utility of the other 7 HSA peptides for quantification, a semi-
quantitative (confirmatory) approach was employed, as stable isotopically labeled (13C15N) versions 
of these peptides were not used as internal standards. For this assessment, the 13C15N LVNEVTEFAK 
peptide was used as the internal standard. Standard curves for the remaining peptides were >0.98 with 
accuracies between 85–115% (data not shown). Calculated endogenous urinary albumin levels using all 
11 HSA peptides, in all urine lots, are shown in Table 7. With the exception of the LVAASQAALGL peptide, 
the concentrations calculated from across the HSA peptides were in good agreement. Endogenous HSA 
concentrations calculated from the LVAASQAALGL peptide (highlighted in red) tended to be higher in 
all 3 urine lots, and this peptide was determined to be a statistical outlier. Difficulty in quantifying with 
this peptide was also reported by Beasley-Green, et al.3 In this instance, it was suggested that there 
was a correlation between digestion efficiency and peak area ratio. Specifically for the LVAASQAAGL 
peptide, which has two lysine residues that precede it, a miscleavage could result, leading to inaccurate 
quantification of albumin.

Urine 
Lot #

Peptide
Mean (N=3) calculated 

endogenous concentration  
(µg/mL) 

Mean (N=3) calculated 
endogenous concentration 

(nM)
% CV

1

YLYEIAR 2.520 37.9 0.5
FQNALLVR 2.069 31.2 5.0

LVNEVTEFAK 2.428 36.5 4.7
VFDEFKPLVEEPQNLIK 1.486 22.4 2.0

Mean Albumin Concentration (4-peptides) 2.126 32.0 3.0

2

YLYEIAR 11.544 173.8 4.4
FQNALLVR 11.129 167.5 1.9

LVNEVTEFAK 11.159 168.0 4.6
VFDEFKPLVEEPQNLIK 10.241 154.2 2.4

Mean Albumin Concentration (4-peptides) 11.018 165.9 3.3

3

YLYEIAR 6.668 100.4 4.0
FQNALLVR 6.193 93.2 4.0

LVNEVTEFAK 6.383 96.1 3.2
VFDEFKPLVEEPQNLIK 5.715 86.0 4.3

Mean Albumin Concentration (4-peptides) 6.240 93.9 3.9

Table 6. Calculated endogenous urinary albumin concentrations in 3 lots of human urine using the YLYEIAR,FQNALLVR, LVNEVTEFAK, and 
VFDEFKPLVEEPQNLIK tryptic peptides of HSA.
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Urine Lot # Peptide
Mean (N=3) calculated 

endogenous concentration  
(µg/mL) 

Mean (N=3) calculated 
endogenous concentration 

(nM)

1

YLYEIAR 2.520 37.9
FQNALLVR 2.069 31.2

LVNEVTEFAK 2.428 36.5
VFDEFKPLVEEPQNLIK 1.486 22.4

AEFAEVSK 2.459 37.0
LCTVATLR 1.212 18.3
DLGEENFK 1.455 21.9
 TYETTLEK 1.600 24.1
QTALVELVK 1.823 27.4

LVAASQAALGL* 4.127 62.1
RPCFSALEVDETYVPK 1.897 28.6

Mean Albumin Concentration (10-peptides) 1.723 28.5

2

YLYEIAR 11.544 173.8
FQNALLVR 11.129 167.5

LVNEVTEFAK 11.159 168.0
VFDEFKPLVEEPQNLIK 10.241 154.2

AEFAEVSK 12.632 190.2
LCTVATLR 9.383 141.3
DLGEENFK 8.011 120.6
 TYETTLEK 9.837 148.1
QTALVELVK 9.273 139.6

LVAASQAALGL* 13.757 207.1
RPCFSALEVDETYVPK 11.569 174.2

Mean Albumin Concentration (10-peptides) 9.525 157.7

3

YLYEIAR 6.668 100.4
FQNALLVR 6.193 93.2

LVNEVTEFAK 6.383 96.1
VFDEFKPLVEEPQNLIK 5.715 86.0

AEFAEVSK 6.125 92.2
LCTVATLR 5.074 76.4
DLGEENFK 4.910 73.9
 TYETTLEK 5.027 75.7
QTALVELVK 5.235 78.8

LVAASQAALGL* 9.452 142.3
RPCFSALEVDETYVPK 5.900 88.8

Mean Albumin Concentration (10-peptides) 5.203 86.2

* Statistically significant outlier, excluded from average albumin content calculation.
Table 7. Calculated endogenous urinary albumin levels using all 11 HSA tryptic peptides in 3 lots of human urine.
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CONCLUSIONS
Endogenous urinary albumin was reliably quantified down to 0.1 µg/mL 
using commercially available digestion and purification kits. Through direct 
digestion (no affinity purification) of 15 µL of urine and subsequent peptide 
purification using the generic protocols provided in the kits, a quantification 
range of 0.1–500 µg/mL was achieved, with excellent linearity, precision and 
accuracy. Total sample preparation time, including SPE, was <4 hours for  
96 samples. Developed for clinical research, the analytical method described 
here is 9X faster with 50X greater analytical sensitivity than previously 
published LC-MS methods.3 The broad dynamic range (3.5 orders) and 
selectivity of this LC-MS method reliably quantifies both low endogenous 
and elevated urine levels that would be expected in normal and disease 
populations while approaching the analytical sensitivity of immunoassays.

For Research Use Only, Not for use in diagnostic procedures.
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