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BANDSPREAD TEST

When the HPLC Instrument is set up for IS ™ columns, it is recommended that a bandspread test be conducted.

PROCEDURE

• Disconnect column from system

• Connect injector directly to detector

• Flow rate 1mL/min, detector sensitivity 0.5-1.0 AUFS, time constant 0.2 seconds or less

• Dilute test mix 1:10 in mobile phase

• Inject 2 to 5 µL of this solution

• Using 5 sigma method measure at 4.4% of peak height

• Bandspread calculation (µL)= Peak Width (cm) x 50

COMPARE RESULTS

• Typical LC System should be 100µL ± 30µL

• Narrowbore HPLC System should be no greater than 20 µL

APPENDIX A
BANDSPREAD TEST




