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TERFENADINE AND METABOLITES BY MIXED-MODE SPE AND LC/MS/MS

OASIS® MCX GENERIC EXTRACTION PROTOCOL
Conditions for Oasis® MCX µElution Plate

Part Number 186001830BA

CONDITION:
200 µL MeOH

EQUILIBRATE:
200 µL Water

MIX/LOAD:
250 µL spiked rat plasma +

250 µL IS (10 pg/µL) solution

WASH 1:
200 µL Water + 2% FA

WASH 2:
200 µL MeOH

ELUTE:
50 µL ACN:IPA 40:60 + 2% NH4OH

DILUTE: 50 µL water
INJECT: 20 µL

Concentration (ng/mL)

Response

Coefficient of Determination: 0.997836
Calibration curve: 0.00190507 * x^2 + 0.617981 * x + -0.146974
Response type: Internal Std ( Ref 1 ), Area * ( IS Conc. / IS Area )
Curve type: 2nd Order, Origin: Exclude, Weighting: 1/x^2, Axis trans: None
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CALIBRATION CURVE OF TERFENADINE AND METABOLITES
ON OASIS® MCX µELUTION PLATE

Concentration (ng/mL)

Response

Coefficient of Determination: 0.996306
Calibration curve: 0.300987 * x + -0.0391382
Response type: Internal Std ( Ref 1 ), Area * ( IS Conc. / IS Area )
Curve type: Linear, Origin: Exclude, Weighting: 1/x^2, Axis trans: None

0.0 20.0 40.0 60.0 80.0 100.0 120.0 140.0 160.0 180.0 200.0
-0.0391

63.5

CALIBRATION CURVE OF TERFENADINE-CARBOXYLATE
ON OASIS® MCX µELUTION PLATE
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MRM of 4 Channels ES+ 
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Terfenadine0.5 ng/mL 

IS Protriptyline

Terfenadine-alcohol 0.5 ng/mL

Terfenadine-carboxylate 0.5 ng/mL

Area: 20 599

Area: 29 366

Area: 16 034
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