Theophylline and Theobromine

HPLC Method

Column: Symmetry® Cg, 3.9 x 150 mm, 5 pm
Guard Column: Seniry™ Guard Column 3.9 x 20mm, 5 pm
Part numbers: Column - WAT046970, Guard - WAT054250

Mobile phase: 10 mM potassium phosphate, pH7.0/ methanol 76:24
Flow rate: 1.0 ml/min

Injection volume: 20 pl of 10 pg/ml sample

Detection: UV @ 280 nm
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